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fn 4 <Model Name> (95> TF>AC/DCH2H< CLAMP ON AC/DC SENSOR>)

242 <{Model Number> ( 9691 )

B EHF S <Serial No.> ( No. 120712345 )

24 A B<Test Date> ( 2012 - 07- 31 )

<YYYY-MM-DD>
RESHECTest Conditions>  ( 230 °C, 50 %rh )
IHE ANiE HAORERE BT o i hiE
<ltem> <{Input Value> Fiducial Value <{Tolerance> <Output Value>

RIERERE

<{Amplitude accuracy>

AC 90 A 55Hz AC 900 mV 890.50 mV ~ 909.50 mV ( 896.36 mV)
AC 18 A 55Hz AC 180 mV 17770 mV ~ 18230 mV (17946 mV)

DC 90 A DC 900 mV 890.50 mV ~ 909.50 mV ( 899.03 mV)
DC -90 A DC -900 mV  -909.50 mV ~ -890.50 mV ( -899.13 mV)
DC 18 A DC 180 mV 17770 mV ~ 18230 mV  ( 179.87 mV)

{5&<Note>

FAILHIE&E/TIX. FL—FRELTLVET, <FAIL decision points are highlighted in gray.>

#2 & #)5E<Overall Result> BEH dnspected by> & {Approved by>
( PASS ) ( ) ( )
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