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<TEST REPORT>

<Model Name>
<Model Number> ( )

<Serial No.> ( No. )
<Test Date> ( )

<Test Conditions> ( , 49 % )

1. <Self Check>
  -1.ROM/RAM <ROM/RAM Check>

  -2. <Key Check>

  -3.LED <LED Check>

2. <Power Switch Operation Check>

3. <Charging Operation Check>

4. <Relay Check>

5. <Scan Operation Check>

<Note>
CH

CH
<Because this Model uses one measurement circuit to conduct measurements,
representative CH is used at the reference channel during calibration.
The remaining channels are confirmed by checking the Scan Operation Check.>

* FAIL <FAIL decision points are highlighted in gray.>

* 
<Item> <Result>

PASS

( < WIRELESS HIGH SPEED VOLTAGE UNIT > )
LR8533

200512345
2020-05-25

<YYYY-MM-DD>
26.1

PASS

<Overall Result> <Inspected By> <Approved By>

PASS

PASS

PASS

PASS

PASS

PASS

No.LR8533-1
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<TEST REPORT>

<Model Name>
<Model Number> ( )

<Serial No.> ( No. )
<Test Date> ( )

( < WIRELESS HIGH SPEED VOLTAGE UNIT > )
LR8533

200512345
2020-05-25

<YYYY-MM-DD>

<CH>

6. <Measurement Accuracy>
CH1 100 mVf.s. mV mV mV -100.005 mV

mV mV mV -0.005 mV
mV mV mV 100.000 mV

200 mVf.s. mV mV mV -200.02 mV
mV mV mV -0.01 mV
mV mV mV 200.00 mV

1 Vf.s. V V V -1.00000 V
V V V 0.00000 V
V V V 1.00000 V

2 Vf.s. V V V -2.0001 V
V V V 0.0000 V
V V V 2.0000 V

10 Vf.s. V V V -10.0000 V
V V V 0.0000 V
V V V 10.0000 V

20 Vf.s. V V V -20.001 V
V V V 0.000 V
V V V 20.000 V

100 Vf.s. V V V -100.005 V
V V V 0.000 V
V V V 100.000 V

<Range> <Input> <Tolerance> <Calibration Value>
* 

-100 -100.100 -99.900
0 -0.100 0.100

0 -0.20 0.20
200 199.80 200.20

100 99.900 100.100
-200 -200.20 -199.80

1 0.99900 1.00100
-2 -2.0020 -1.9980

-1 -1.00100 -0.99900
0 -0.00100 0.00100

-10 -10.0100 -9.9900
0 -0.0100 0.0100

0 -0.0020 0.0020
2 1.9980 2.0020

0 -0.020 0.020
20 19.980 20.020

10 9.9900 10.0100
-20 -20.020 -19.980

100 99.900 100.100

-100 -100.100 -99.900
0 -0.100 0.100

No.LR8533-1


